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DIRECTIONS FOR USE. 


To calculate the required length of Exposure: 
1. Measure the distance between the anticathode and plate, in ctm. 
©. Measure the thickness of the object to be photographed, in ctm. 
3. Measure the penetrating power of the tube by means of a Wehnelt Radiometer. 
4. Measure ite number of Milli Amperes to be used in the tube. 
To obtain correct results, it is mecessary that the M. A. meter used should be of the d’Arsonval type, that 
the reverse ourrent should be excluded, and that special X ray plates should be used. 
The line which corresponds to the thicknes of tne object has to be brought opposite the line indicating the 
distance between anticathode and plate. 


- te nen the number of M.A. has to be brought opposite the line corresponding to th netrati wer, 
he ne este n done, the arrow points to the Salcnure’ Suna in seconds. Peneey a ng po 


The exposure meter is calculated for objects of average opacity. If the parts to be taken are more transparent 
than the average, like the lungs, 20 to 30°, have to be deducted, if the parts are more opaque than the average, 
like the pelvis or the skull, the same amount has to be added to the actual thickness found with the centimeter rule. 
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SUNSHINE CARBONS 
radia 4 light similar to 
; ipitural sunlight 


" SREAD INSTR yeTIONS 
i “LN SERT. Att pacnye. 


Radioanal 


TRADE-MARK 


SUNSHINE Mig 


COPYRIGHT MCMXKXX1X 


NATIONAL CARBON COMPANY, 


CLEVELAND, OHIO 


MADE IN U.S. A. 


> 


CAUTION: PROTECT. 
with dark glass, light-tic 
goggles. 


Time your Sun-Bath to Avoid 
Severe Sunburn. 


Not for Therapeutic Use| n 
under a ils sivian’s Direct y 





eae Pon oT} 


: A Daily Sun-Bath is Good f 
%) hg : | 


z 








“A 


S)73.5\ <a h® 
HERAPEUTIC CARBONS 


ON COMPANY. Inc. 


- 





~ eee et 
= ie one 


rely al 
t sere I 


av ikyations “ : 


* 
v 
i 
ae 


, 






































iy 


i 


A 








| 








) 
| 
| 





_ 


Fy 
2 


>, 


ayia 




















SARS Tice ee ce re ee 








ioe 


“MMM 


—_ i -. 
a “ii 
\ 


oe ea 
eveeranttt” 















































— ne 


tre on 








a 
- 


ie 


r 














ee ae NE 














Dee ed 


y 














g 


o Bus 


wo bu 





% fs 


“DIRECTIONS 


Spl rrese 


rey ee See! 


— 


— 
BOUT EI 


_iearennar 
anes rate: SE Bw 


ae 
ar 


ore 


ae 
a 


rer eee 


ha er 


(Dense Be 


Qe 


erie. 
ob meena 
aT a 


f ee 
yA EIT 

PI 

4 

y 


Neca aa | 


CE 


> 


ating Spring. 
HEt fo 


os 
, 


ts A 
“}. i 
\ 


Le’ 


Screw the attachment plug in any lamp socket affording 110 volt direct or alternating cur- 
rent and the No. 7 Coil is ready to work, Turn on the stap in the lamp socket and the vibrating spring 
will begin to buzz and a spark will be observed at O. If for any reason it should fail to buzz, adjust the 
regulating screw Kh. 


For Migh Frequency. Insert plug P in socket S and insert electrode E in handle H, 
pressing it gently but firmly until it engages the contact spring inside of the handle. Unscrew the regulat- 
ing screw R until if no longer touches the vibrating spring, therplace the electrode E in contact with the 
skin of patient and turn regulating screw R carefully until a spark is formed at C. The current may be 
made mild or strong as desired by turning the regulating screw to make light or heavy contact, 


For Cautery. Attach the cautery electrode to the handle and heavy cautery cords furn< 
ished, attaching them to binding posts B P. Plug P should be removed from socket S when using cautery. 
Loosen regulating screw R until no spark is observed, then press the spring on cautery handle to close the 
circuit aud turn on regulating screw R carefully until the desired heat of cautery knife is obtained. 


CAUTION! Assoon as through using the apparatus, turn off the snap in lamp socket or, 
better still, unscrew the attachment plug so as to turn off the current. Each coil is tested for an hour’s 
continuous operation,in the factory, which is longer than any treatment ever desired. With proper care 


this instrument will last for many years. 
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DIRECTIONS 


To run the battery on one, two or three cells, turn 
top lever of switch No. 1 to button No. 1, 2 or 3 and 
the lower lever to 0. See that the levers rest on the 
middle of the buttons. Always turn the levers to the 
button OFF and 0 when not using the instrument. 


FOR FAST INTERRUPTIONS turn switch No. 

2 to button 8. This will set the “Singing Rheotome” 

or vibration spring No. 8 in operation. If the vibra- 

tion spring does not readily vibrate upon starting the 

instrument, give it a slight impulse with the finger, 

wa oe nae re oe) and if this should fail, see that the vibration screw 

No. 4 is so regulated that the points barely rest against the spring. These points of contact should 
be kept clean. 

TO OB IN SLOW INTERRUPTIONS, turn switch No. 2 to button W and give the Wheel 
Rheotome No. 5 a start with the finger. Spring No. 6 should be adjusted so as to touch the pin on 
the Wheel Rheotome. THE SLOWHST INTERRUPTIONS are obtained by unloc ening thumb screw 
No. 7, so that the spring will rise and only touch the end of the longes pin. Nix r TO SLOWEST 
by letting it touch the end of > ne rter pin, and the FASTEST by adj sting it so as to touch 
all pins. The currents can be increa y turning the switch of the Graphite Rheos t No. 8 in the 
same direction as tl of 01 t or rub the surface of the Graphite Rheo t, as 

iis may spoil it f ary, dus ( e cotton. When the pole changer No. 9 is turn- 
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